Early diagnosis of keratoconus with Orbscan-II anterior system.
Orbscan-II anterior system was used for early diagnosis of keratoconus. 48 Eyes of 24 patients with suspicious keratoconus were examined by Orbscan-II anterior system from Dec. 1999 to Dec. 2000 and followed up. The values of Diff and anterior chamber depth (ACD) were recorded. Results indicated that values of Diff and ACD were increased in 4 eyes of 2 patients with keratoconus trend during follow-up. Taking advantage of Orbscan-II anterior system to observe the values of Diff and ACD can early diagnose the sub-clinical keratoconus. The values of Diff and ACD can sensitively report the progression of keratoconus.